The purpose of this study was to introduce combined multiwavelength photoacoustic (PA) and plane-wave ultrasound (US) imaging referred to as mwPA/pwUS imaging capable of probing the rapid dynamic behavior of optically activated phase-change contrast agents. Methods: A dedicated mwPA/pwUS imaging sequence was developed based on a programmable US system synchronized with a tunable laser to irradiate tissue with laser pulses at desired optical wavelengths and to acquire post laser pulse PA images followed by ultrafast plane-wave US images. To evaluate the mwPA/pwUS imaging, a capillary filled with optically responsive perfluorohexane nanodroplets (PFHnDs) containing a dye with the peak absorption at 760 nm was imaged with optical wavelengths ranging from 700 to 940 nm. The differences between post-laser ultrafast US images [i.e., differential US (ΔUS)] were taken to visualize the recondensation dynamics of PFHnDs at each wavelength. Results: The PA images of PFHnDs showed higher contrast near 760 nm wavelength, corresponding to the peak absorption of the dye encapsulated in the PFHnDs. Moreover, the ΔUS signals immediately after 760-nm pulsed laser irradiation were also high due to the increased US contrast associated with vaporized PFHnDs. Conclusion: The mwPA/pwUS imaging allowed for the USbased optical spectroscopic characterization of PFHnDs and their dynamics. Significance: The introduced mwPA/pwUS imaging sequence can be used in various clinical applications where both spectroscopic PA imaging of endogenous and/or exogenous chromophores and ultrafast US imaging of phase-change nanodroplets are desired.
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I. INTRODUCTION
P HASE-CHANGE ultrasound contrast agents such as perfluorocarbon nanodroplets have demonstrated promising potential in various diagnostic ultrasound imaging and therapeutic applications [1] , [2] . Unlike traditional microbubbles (usually 1−5 µm diameter), phase-change contrast agents can be synthesized at sub-micrometer sizes, which allows them to extravasate from the intravascular space [3] , [4] . In addition, because of their relative stability, these phase- change contrast agents can circulate longer than microbubbles [5] . Once administered, perfluorocarbon nanodroplets can be vaporized by an acoustic trigger to undergo a liquid-to-gas phase transition, providing on-demand signal for high contrast ultrasound images [6] , [7] . Optically triggered nanodroplets (nDs) are a new class of phasechange contrast agents [8] . These nanodroplets contain optical absorbers (e.g., dyes or nanoparticles) that can be used to vaporize perfluorocarbon nDs in response to pulsed laser irradiation [8] - [11] . Perfluorohexane nanodroplets (PFHnDs) with the boiling point (56°C), higher than the physiological body temperature (37°C), recondense after vaporization. Importantly, this vaporization-condensation process is repeatable, which offers repeated high-contrast photoacoustic (PA) and ultrasound (US) signals. Here, PA signals are generated from both the vaporization of PFHnDs and the thermal expansion of dye within PFHnDs. US signals are increased due to an acoustic backscattering from the transient microbubbles formed right after vaporization of PFHnDs.
The recondensation of PFHnDs is a function of many factors including core type, droplet size, photoabsorber type, local optical fluence, local temperature, local acoustic pressure, and local viscoelasticity [12] - [14] . The droplet recondensation is, therefore, transient and stochastic in general. Previously, the gas-to-liquid transition of PFHnDs captured via ultrasound imaging was demonstrated in several applications including super-resolution imaging of the vasculature and contrast-enhanced imaging of the mouse lymph node [13] , [15] , [16] . However, it has been experimentally shown that the recondensation of the PFHnDs typically takes just a few milliseconds although it could vary from a few microseconds to tens of milliseconds [13] , [14] . Therefore, high frame rate ultrasound imaging is required to capture the gaseous state of vaporized PFHnDs prior to recondensation.
Previously, PFHnDs were imaged using a preclinical US and PA imaging system (Vevo 2100, FUJIFILM VisualSonics, Inc., Toronto, ON, Canada), where laser illumination was not synchronized with US imaging; this was done to achieve high frame rate US imaging during laser activation of the PFHnDs [13] , [15] , [16] . Consequently, no corresponding PA images were obtained due to technical limitations of the US/PA imaging system, operating at 20 Hz or slower. Thus, high frame rate US imaging synchronized with PA imaging is desired to fully exploit the benefits of optically triggered contrast agents such as PFHnDs.
Introducing a tunable laser to trigger nDs containing photoabsorbers with distinct optical absorption peaks allows for selective activation of nDs, enabling multiplexed imaging of molecularly targeted nDs. A previous study has shown that a subset of perfluoropentane nanodroplets (PFPnDs) can be selectively activated at the wavelength corresponding to the particular optical dye inside the PFPnDs, whereas the other PFPnDs containing the dye with different peak absorption were not 0018-9294 © 2018 IEEE. Personal use is permitted, but republication/redistribution requires IEEE permission.
See http://www.ieee.org/publications standards/publications/rights/index.html for more information. activated [17] . Due to the low boiling point of perfluoropentane (29°C), the PFPnDs vaporize but do not recondense. Therefore, low frame rate US and spectroscopic PA (sPA) imaging were used. However, to extend this method to image PFHnDs, high frame rate US with sPA imaging is needed. In addition, sPA imaging not only enables the selective activation and imaging of nDs, but also allows for the quantification of chromophores' concentrations. The goal of this study was to design, implement, and test an imaging sequence capable of acquiring spectroscopic PA (sPA) images followed by ultrafast ultrasound images. This imaging sequence, referred to as multiwavelength PA and plane-wave US (mwPA/pwUS) imaging, can capture the dynamic behavior of PFHnDs and can be used in various applications including super-resolution imaging, contrastenhanced imaging, and molecular multiplex imaging.
II. MULTIWAVELENGTH PA AND PLANE-WAVE US IMAGING

A. System Configuration
To implement mwPA/pwUS imaging, a programmable ultrasound system (Vantage 256, Verasonics Inc., Kirkland, WA, USA) and a tunable pulsed laser (Phocus Mobile, Opotek Inc., Carlsbad, CA, USA) were interfaced and synchronized with a host controller (Fig. 1) . Bifurcated optical fiber bundles placed at two sides of a linear array transducer were connected to the laser system to irradiate the imaging volume with laser pulses at 1,064 nm (Nd:YAG primary wavelength) or 690 nm -950 nm (Nd:YAG laser pumped OPO system). To tune the laser wavelength, the laser was controlled by the host controller using dedicated dynamic-link libraries. Using the MATLAB (MathWorks, Natick, MA, USA), customized imaging routines were developed to sweep the optical wavelength and to acquire post laser pulse PA and ultrafast US images.
B. Imaging Sequence
The overall imaging sequence consisted of real-time US/PA imaging as a default mode (Fig. 2(a) ) and mwPA/pwUS imaging as an acquisition mode (Fig. 2(b) ). The default real-time imaging was used to identify imaging targets before switching to the acquisition mode. In the mwPA/pwUS imaging, laser pulses with pre-selected wavelengths (i.e., λ 1 , λ 2 , . . . , λ N ) were used for two purposes: to activate PFHnDs, and/or to obtain sPA images. After irradiating the tissue with a laser pulse at a desired wavelength and obtaining a corresponding PA image, ultrafast US imaging captured the temporal dynamics of PFHnDs.
The imaging sequence started with irradiation of a laser pulse tuned to a particular wavelength, followed by PA and US imaging. Each segment of an imaging sequence, outlined using a blue dotted rectangular box (Fig. 2(b) and (c) ), consisted of several modules including wavelength tuning, Q-Switch delay, PA image acquisition, ultrafast US image acquisition, and data transfer (Fig. 2(c) ). For T TUNE , the laser system was tuned to produce a desired optical wavelength. Then, the ultrasound system waited for T WAIT for a "flashlamp OUT" trigger signal from the laser system. The flashlamp signal is generally periodic, and in the case of our laser system, it was repeated every 0.1 sec (10 Hz). Once triggered, the ultrasound system sent out a "trigger OUT" signal after a pre-determined Q-Switch delay (T QS DELAY ) to irradiate a laser light. After the "Q-Switch IN" signal from the Verasonics system activated laser pulse generation, PA acquisition began immediately and continued for half of a pre-defined US pulse-repetition interval (PRI) (i.e., T PRI /2). Thus, the Verasonics system controlled the Q-Switch delay signal, determining the laser fluence. Then, ultrafast US images were acquired based on the user-defined number of plane-wave angles and frames. Each imaging segment per laser pulse concluded with transfer of captured data (T TRANSFER ).
For mwPA/pwUS imaging, the single-wavelength PA and ultrafast imaging was repeated for each optical wavelength, i.e., until the last optical wavelength (λ N ) was reached ( Fig. 2(b) ).
C. PFHnD Synthesis and Phantom Experiments
The PFHnDs were synthesized by sonication-based methods, described in detail elsewhere [16] . The resulting PFHnDs consisted of a fluorosurfactant (Zonyl FSO, Sigma-Aldrich, St. Louis, MO, USA) shell with a liquid perfluorohexane (FluoroMed, L.P., Round Rock, TX, USA) and an optical dye (Epolight 9151, Epolin Inc., Newark, NJ, USA). The optical absorption peak of the dye was around 760 nm.
To test the developed system, a phantom containing a small capillary (inner and outer diameters are 1.6 mm and 2.9 mm, respectively), filled with PFHnDs and positioned horizontally in a plastic cuvette, was prepared ( Fig. 3(a) )). The integrated imaging probe was positioned above the tube phantom, and the phantom was imaged such that the capillary tube was orthogonal to the imaging plane (Fig. 3(b) ).
A linear array transducer (LZ201, FUJIFILM VisualSonics Inc., Toronto, ON, Canada) integrated with optical fibers was used. This transducer was connected to the ultrasound system via an adapter (UTA 360, Verasonics Inc., Kirkland, WA, USA). A single angle (0°) of a plane wave with a center frequency of 15.6 MHz (i.e., the wavelength was 98.6 µm) at a pulse repetition frequency (PRF) of 3 kHz was used for ultrafast US imaging. For an imaging depth of 20 mm, the PRF can be up to 38.5 kHz. However, to avoid reverberation artifacts, a PRF of 3 kHz was used in our study. Because angular compounding was not used, the effective frame rate was the same as the PRF. An optical wavelength range from 700 nm to 940 nm with a 30-nm step was used. At each wavelength, a single PA image and 30 US images were collected and displayed using a logarithmic scale with a dynamic range of 40 dB. To allow for better visualization of the recondensation of PFHnDs, the static signals were rejected by taking a difference between adjacent US frames.
III. RESULTS AND DISCUSSION
PA and differential US (ΔUS) images obtained from the tube containing PFHnDs are shown in Fig. 4 . Because PFHnDs had the dye with a peak optical absorption at 760 nm, the PA signals are stronger near 760 nm than those at other wavelengths. Starting from 790 nm, the magnitude of PA signals decreases as wavelength increases. The corresponding ΔUS images obtained from the first and second US images are presented as a function of wavelength (Fig 4) . Given that the ΔUS images represent differences between consecutive images right after the laser activation of PFHnDs, the higher signals in ΔUS images indicate that PFHnDs were successfully vaporized and recondensed. Similar to the PA images, ΔUS signals were high at around 760 nm. The ΔUS signals at optical wavelengths of 880 nm, 910 nm, and 940 nm were very weak, indicating that at these wavelengths the PFHnDs were not vaporized and recondensed, thus producing no change in ΔUS images.
Mean intensity of PA (red lines) and ΔUS (green to blue lines) signals inside the tube as a function of both optical wavelength and time is plotted in Fig. 5 . Both PA and ΔUS signals are clearly wavelength dependent. Although the peak absorption of the dye was at 760 nm, the PA signals were strong within a range from 700 nm to 820 nm due to spectral shift and/or broadening of the absorption of the dye encapsulated in the droplet shell. The PA signals started to decay as wavelength increases beyond 850 nm. The ΔUS signals at higher wavelengths (>880 nm) do not change significantly over time, which indicates that if the laser wavelength is far from the peak absorption, no vaporization of PFHnDs occurs, and, therefore, ΔUS signals remain low and almost the same as the ΔUS signals under no laser irradiation (orange line in Fig. 5 ). However, for the ΔUS signals at lower wavelengths (<850 nm), the large amplitude of ΔUS right after laser pulses demonstrates the occurrence of the PFHnD vaporization. As the PFHnDs recondensed over time, the ΔUS signals accordingly reduced.
In the current study, we observed the vaporization and the recondensation of the PFHnDs repeatedly at the same location. In our previous study, we have shown that the PFHnDs, can repeatedly vaporize and recondense for more than a few thousand times [15] . In the future studies, we will employ the developed imaging sequence to characterize the dynamics of PFHnDs quantitatively.
We have demonstrated the feasibility of mwPA/pwUS imaging using PFHnDs. Although an exogenous agent was used in our study, use of mwPA/pwUS imaging is not limited to contrast-enhanced ultrasound imaging and could be used in various clinical applications. For example, our mwPA/pwUS imaging should be able to simultaneously assess the oxygen saturation level for tumor characterization based on the sPA imaging mode and visualize the dynamics of PFHnDs for tumor detection based on the ultrafast imaging mode [15] , [18] . Thus, our approach can be potentially used for both detection and characterization of cancer.
IV. CONCLUSION
We have introduced combined mwPA/pwUS imaging as a tool to probe dynamic phase-change contrast agents. The ability of mwPA/pwUS imaging was demonstrated in the phantom study where a capillary tube containing PFHnDs was visualized and analyzed. We have shown that both acoustic and optical features of the PFHnD dynamic behavior were captured as a function of time and optical wavelength. Our future study will include testing and optimization of the developed imaging method in in vivo studies.
